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Abstract— An automatic gait initialization strategy based on 
user intention sensing in the context of rehabilitation with a 
lower-limb wearable robot is proposed and evaluated. The 
proposed strategy involves monitoring the human-orthosis 
interaction torques and initial position deviation to determine 
the gait initiation instant and to modify orthosis operation for 
gait assistance, when needed. During gait, the compliant control 
algorithm relies on the adaptation of the joints’ stiffness in 
function of their interaction torques and their deviation from 
the desired trajectories, while maintaining the dynamic 
stability. As a reference input, the average of a set of recorded 
gaits obtained from healthy subjects is used. The algorithm has 
been tested with five healthy subjects showing its efficient 
behavior in initiating the gait and maintaining the equilibrium 
while walking in presence of external forces. The work is 
performed as a preliminary study to assist patients suffering 
from incomplete Spinal cord injury and Stroke. 
Keywords – Exoskeleton, wearable robot, gait initiation, adaptive 
control, gait assistance, rehabilitation.   
I. INTRODUCTION 
Gait assistance using wearable robots is challenging in 
determining the suitable assistance for dynamic stability, 
considering the ground reaction forces acting on them. 
Several wearable robots have succeeded in providing 
dynamic stability, such as BLEEX [1], XPED2 [2], Ekso 
(earlier eLegs) [3], Rex (Rex Bionics) and Re-Walk [4]. 
These exoskeletons have proven to be efficient in providing 
assistance on a passive range of motion and using complex 
systems. However, human centered rehabilitation is essential 
for ensuring the user involvement in a therapy. Several 
human centered strategies, such as patient cooperative and 
support motor function assessment, oriented to the 
development of robot behaviors have been widely studied 
[5]. These strategies support the assist-as-needed concept by 
determining the level of robotic assistance provided to the 
user.  
This paper presents an assistive control strategy for a 
wearable robot to perform user-triggered gait initiation and 
convenient assistance. The gait initiation approach ensures 
the user involvement in the therapy and their motivation in 
performing the task. The user motivation is necessary for an 
assistive rehabilitation procedure to avoid slacking. 
Moreover, this modifies the role of the patient in the therapy 
from object to subject, as the patient takes volitional control 
of the evolution of the gait. 
The detection of the best instant for gait initiation and 
termination has been studied by many researchers in order to 
develop a volitional based robotic rehabilitation [6, 7]. One of 
the widely used approaches for monitoring the human 
intention relies on the use of brain machine interfaces such as 
in XoR [8]. These systems are efficient in monitoring the user 
intentions mainly, because a real displacement of the joint 
position is not needed to initiate the gait. Instead, gait 
initiation in MINDWALKER is based on the displacement of 
the CoM (center of mass) which is calculated heuristically 
[9]. HAL (Hybrid Assistive limb), a light weight powered 
exoskeleton suit, is efficient in adapting to the user 
movements by sensing the muscle synergies. HAL uses 
myoelectric signals to measure the muscle forces and to 
support voluntary motion of the patient [10].  
Referring to the gait, assistance must be dynamically 
adapted to the patient’s needs and thus, it is essential to 
develop a personalized assistance in function of the user 
intentions and movements, and also adjust the level of 
assistance with regard to the evolution of the therapy. The use 
of a predefined walking trajectory pattern as the only target to 
be satisfied imposes a complete assistance which might 
induce slacking and harm the patient. Thus, it is necessary to 
design a hybrid combination of force-position control.  
The goal of this work is to develop an efficient control 
model for a low-cost wearable robot and to validate the 
assistive behavior of the robot for patients with neurological 
disorders. A hybrid position and interaction torques based 
control strategy is presented to continuously adapt the user 
movements to the desired gait pattern in real time. This real 
time adaptation also ensures synchronization among the joint 
trajectories to maintain dynamic stability.  
II. HUMAN CENTERED GAIT ASSISTANCE 
The human-orthosis interaction torques are essential in 
defining the dynamic analysis of a human centered control 
strategy. Hence, the mathematical model for the dynamic 
analysis of an exoskeleton can be represented as 
𝑀𝑜𝑟𝑡(𝑞)?̈? + 𝐶𝑜𝑟𝑡(𝑞, ?̇?) + 𝐺𝑜𝑟𝑡(𝑞) =  𝜏𝑎 + 𝜏𝑝𝑎𝑡 + 𝜏𝑑   (1) 
where 𝑞, ?̇?, ?̈? are the vectors of joint positions, velocities and 
accelerations respectively. 𝑀𝑜𝑟𝑡(𝑞) is the inertia matrix, 
𝐶𝑜𝑟𝑡(𝑞, ?̇?) is the centrifugal and Coriolis vector and 𝐺𝑜𝑟𝑡(𝑞) 
represents the gravitational torques. 𝜏𝑎 and 𝜏𝑝𝑎𝑡 are the 
orthosis and patient torques respectively and 𝜏𝑑 correspond to 
the external disturbances acting on the subject. These actuator 
and patient torques are influenced by the human-orthosis 
interaction, while the external disturbances can be due to any 
assistive or external sources which can affect the dynamic 
stability of the robot. In the present work, 𝜏𝑝𝑎𝑡 is used for 
both gait initiation and to determine the level of assistance to 
be exerted by the orthosis. 
A. Gait Initiation 
The gait initiation can be defined as the time t when the 
user intends to perform their movement. Both the joint 
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position deviation and torques are used in our approach to 
identify gait initialization, because torques by themselves can 
be misinterpreted with patient tremors.  
Thus, the proposed gait initiation strategy considers the 
joint positions and the human-orthosis interaction torques of 
both legs. Hence this strategy permits the users to initiate the 
therapy with whichever leg they are more comfortable. The 
initialization condition is to detect some predefined deviation 
and torque in one leg while maintaining the other constant. 
This can be represented as,  
𝐺𝑖𝑛𝑖𝑡 = 𝐿𝑒𝑔𝑥 , 𝑥 ∈ [𝑅, 𝐿]            (2) 
where, 𝐺𝑖𝑛𝑖𝑡  is the gait initiation trigger obtained from the 
user for Legx .  
B. Gait Assistance 
  In an exoskeleton each joint actuator works in 
collaboration with the patient. The actuator torque can be 
modified by varying the joint stiffness parameter, which 
invariably determines the degree of control transferred from 
the orthosis to the human or vice versa. Such an impedance 
control scheme has been widely used for its compliant 
behavior [11], which results in an adaptive walking pattern 
and a more natural interaction between patient and orthosis. 
Thus the impedance control can be determined as  
𝐹 = 𝑀𝑎 + 𝐶𝑣 + 𝐾. (𝜃𝑟𝑒𝑓 − 𝜃𝑎𝑐𝑡)          (3) 
 where, 𝜃𝑟𝑒𝑓 and 𝜃𝑎𝑐𝑡  are the reference and actual joint 
positions respectively, K is the stiffness parameter of the joint 
and F represents the applied force to the joint. M represents 
the mass, C is the damping constant and a and v represent the 
acceleration and velocity of the robot. The input sample rate 
is maintained constant and the damping coefficient is kept 
small, therefore the velocity of the orthosis is not modified by 
the user. Hence the force equation, influenced by the position 
error, is modified as  
𝐹 = 𝐾(𝜃𝑟𝑒𝑓 − 𝜃𝑎𝑐𝑡)        (4) 
In this paper, the modification of the K value is 
performed dynamically based on the performance of the user 
and the level of assistance to be exerted by the orthosis. 
𝐾𝑡+1 = 𝐾𝑡 ± ∆𝐾             (5) 
∆𝐾 = |(
𝜃𝑟𝑒𝑓−𝜃𝑎𝑐𝑡
𝑠∗(𝜏𝑝𝑎𝑡)
)|          (6) 
where, 𝜏𝑝𝑎𝑡is the human-orthosis interaction torques and s is 
a confidence factor which is used to determine the stiffness to 
be applied at time t+1. The confidence factor is a variable 
parameter which shall be defined by the therapist as a 
function of the patient’s performance. This confidence factor 
can be varied according to the progress of the user. A low 
confidence factor means that the assistance should be 
provided partially or completely to the procedure and a 
higher confidence factor indicates that the subject is capable 
of walking with very little assistance or without it.   
The stiffness variation module (control box in fig. 1) is 
responsible for incrementing, decrementing or maintaining 
the stiffness parameter of each joint. The following are the 
parameters involved in defining this stiffness variation: 
𝜃𝑒- Position error (deg)  
𝜃𝑒𝑇ℎ𝑢𝑝 – Upper threshold of position error (deg)  
𝜃𝑒𝑇ℎ𝑙𝑜 – Lower threshold of position error (deg)  
𝜏𝑝𝑎𝑡 - Human-orthosis interaction torques (Nm)  
𝜏𝑝𝑎𝑡𝑇ℎ𝑙𝑜- Lower threshold of interaction torques (Nm) 
𝜏𝑝𝑎𝑡𝑇ℎ𝑢𝑝- Upper threshold of interaction torques (Nm) 
∆𝐾 - Stiffness variation (N/m) 
III. EXPERIMENTAL PROCEDURE 
The experimentation consists of two phases: initialization 
and execution. The initialization phase involves monitoring 
the interaction torques and joint positions with no-assistance 
provided by the orthosis in order to permit the therapist to 
define the confidence factor s. The necessary information, for 
the control model, to adjust the thresholds used in gait 
initialization and gait assistance is obtained in the 
initialization phase. In the execution phase, the changes in 
movement and interaction torques are used as a trigger for 
gait initiation. During gait assistance, trajectory deviation and 
interaction torques, limited by the confidence factor, are used 
to determine the time intervals for stiffness variation. Both 
these phases are performed and evaluated using a lower-limb 
exoskeleton, H1.  
H1 is a 6 DoF (Degree of Freedom) wearable lower limb 
orthosis with an anthropomorphic configuration to assist 
individuals with incomplete Spinal cord injury (iSCI) or 
Stroke. The exoskeleton has been built within the framework 
of the Hyper* project. H1 has three joints for each leg: hip, 
knee and ankle, each joint is powered by a DC motor coupled 
with a harmonic drive gear. The exoskeleton is equipped with 
potentiometers and strain gauges to measure the joint angles 
and human-orthosis interaction torques on the links 
respectively. A detailed description about the exoskeleton 
structure and hardware is detailed in [12].  
A. Initialization 
Initially the walking pattern is tested on subjects applying 
a low stiffness value (20N/m). This phase is necessary to 
𝐾 = 𝐾 + ∆𝐾 
Algorithm for Gait assistance 
Case  𝜃𝑒 >  𝜃𝑒𝑇ℎ𝑢𝑝  
Case  𝜃𝑒 <  𝜃𝑒𝑇ℎ𝑙𝑜  && 𝜏𝑝𝑎𝑡𝑇ℎ𝑙𝑜 < 𝜏𝑝𝑎𝑡 < 𝜏𝑝𝑎𝑡𝑇ℎ𝑢𝑝   
𝐾 = 𝐾 − ∆𝐾  
Else  
Maintain K  
 
 
Figure 1. Schematic representation of the user-intention based 
adaptive control strategy 
 
  
obtain the pattern of interaction torques and to adapt 
themselves to the orthosis. This initialization also determines 
the minimum interaction torque observed in the users along 
with the deviation in position.  
The setup includes the generation of a reference gait 
pattern performed by healthy users and optimized after some 
repetitions of gait cycles. The values of stiffness and 
confidence factor are defined based on the subject’s health 
condition. Since the strategy is tested with healthy 
individuals, the initial stiffness and confidence factor is 
assumed to be 50 N/m and 0.9 respectively. In a first set of 
trials, for each subject the maximum interaction torques are 
obtained by applying a low stiffness value at each joint. From 
these maxima, we extract the upper and lower thresholds of 
interaction torques to dynamically define the operation mode. 
These thresholds are obtained by multiplying these maxima 
interaction torques by the confidence factor (s).  
B. Protocol 
This study is performed as a preliminary evaluation of the 
control strategy, prior to clinical trials with patients suffering 
from iSCI and stroke. Thus, following the rehabilitation 
protocol an intermediate pause must be included between 
consecutive trials to ensure the active participation of the 
user, comfort in walking and to avoid muscle fatigue. For gait 
initiation, it is necessary to provide a time period long enough 
to allow identifying the user intention after recovering from 
fatigue.  
In case of iSCI patients, therapy procedures consider a 
pause of 1minute at the end of every 2-3 minutes of walking, 
considering their fatigue. Since this study involves healthy 
subjects the experimental time can be higher and the pause 
time can be increased. For evaluating the gait initiation 
algorithm, an interval of 10-20 seconds is introduced at the 
beginning of each trial. An auditory cue is provided to notify 
the subject to initiate the movement. Similarly for evaluating 
the gait assistance strategy it is necessary to analyze the 
walking for a continuous span of time. Hence an intermediate 
pause time of 1-2 minutes is considered at the end of every 
10 minutes walking test. For its complete evaluation, two 
types of walking experiments are performed, gait initiation 
for 3 minutes and gait assistance for 10 minutes. The gait 
assistance experiment is performed for 30 minutes, i.e. 3 sets 
of 10 minutes walking test. 
IV. RESULTS AND DISCUSSIONS 
The proposed adaptive control strategy using the human-
orthosis interaction torques has been tested and evaluated 
with five healthy individuals of the age group 37±9, weight 
80±8kg, and height 1.75±0.05m. The Institutions Ethical 
Review Board approved all experimental procedures 
involving human subjects. The results section has been 
divided into two parts in order to explain the gait initiation 
and the gait assistance scenarios.  
A. Gait Initiation 
The gait initiation strategy is evaluated by monitoring the 
deviation in the knee joint movement of the users, along with 
the interaction torques. The flexion and extension movement 
of the knee joint is monitored to differentiate the user’s 
intention from a tremor movement.  As shown in fig. 2, the 
user’s right leg showed the gait movement initiation in most 
of the trials. This is also evident by the shift between the 
interaction torques of the right and left leg, both in hip and 
knee joint. The initiation of the gait is characterized by the 
flexion movement of the knee joint. For instance, at time 97 
seconds the right knee joint shows a little displacement in the 
movement which initiates the gait cycle. The hip joint 
trajectory appears after a few seconds, immediately followed 
by the transition to the left leg. The right knee trajectory is 
slightly different because of the impulsive movement of the 
user. 
B. Gait Assistance 
The efficiency of the adaptive assistance provided by the 
control model is evaluated in comparison with the reference 
gait pattern. The subjects performed a free normal walking 
movement with no restrictions on angle positions. The 
 
Figure 4. Changes in gait pattern of a healthy subject due to the effect 
of adaptive stiffness: Knee (deg) - Ankle (deg) 
 
 
Figure 2. Gait initiation sequence of a healthy user 
 
 
Figure 3. Changes in gait pattern of a healthy subject due to the effect of 
adaptive stiffness: Hip (deg) - Knee (deg) 
  
deviation from the desired trajectory was found to be high in 
the case of free walking. After a series of trials (10) this error 
decreased gradually due to the effect of the stiffness acting on 
the joints. The stiffness variation helped to maintain this error 
within a specified range and following a similar pattern of 
incrementing and decrementing K at every joint.  
Figures 3 and 4 show the gait performance of a healthy 
user demonstrating the influence of the stiffness variation 
proposed in this work. The initial walking with low stiffness 
value is presented as the ‘no-assistance’ mode. In comparison 
with the reference pattern, the no assisted walking is found to 
produce a maximum deviation. After the application of a 
variable stiffness, the user is able to walk within the 
predefined error limits. This also ensures that the user is not 
forced to follow the predefined trajectory The stiffness 
variation also converges with respect to the movement at the 
end of 10 trials. At the end of 20 trials, the user is following a 
movement which is quite similar to the reference pattern. The 
error was found to be within the defined limits for all the 
users and the interaction torques are bounded within the 
limits even in the presence of maximum stiffness.  
The flexion and extension movement of the knee joint is 
essential in walking for maintaining the transition between 
gait phases. Thus the stiffness variation for the knee joint was 
observed to converge, because of the repetitive movements, 
after a few gait trials, as shown in fig. 5. In case of the ankle 
joint the stiffness behavior shows a different pattern due to 
the compensation of ground reaction forces. In the ankle 
joint, the deviation from the reference position is found to be 
higher, which explains the pattern of stiffness variation. 
The confidence factor is used to act on the joint gradually, 
by varying its stiffness. The consequence is the relax 
intervals that appear as negative slope (decreasing stiffness). 
Low confidence factors will result in few and shorter steps of 
stiffness variation, so the increment will be faster. On the 
contrary, a high confidence factor will limit the increase of 
stiffness. The gradual increase in the stiffness value is due to 
the permanent difference in position error. The error in 
position of the joint in combination with the change in 
interaction torques results in a high stiffness value. 
V. CONCLUSION 
A compliance gait assistance triggered by user intention 
has been proposed and evaluated using a H1 exoskeleton 
with the aim of ensuring an effective and safe therapy. Both 
position error and human-orthosis interaction torques have 
been used as inputs. The gait initiation is determined at the 
beginning of each gait cycle from the input orders received 
from the user. Similarly, the stiffness value of each joint 
adapts dynamically to the user needs and keeps the position 
error bounded within the specified limits in real time. The 
wearable robot was tested with no body weight compensation 
neither treadmill training,  which demonstrates the reliability 
of the control strategy in terms of ensuring dynamic stability 
in presence of ground reaction forces.  
The experimental results showed that the user’s gait 
intention was observed effectively without delay and 
followed by the leg movement. The results demonstrated that 
the evolution of the stiffness value does not follow a similar 
pattern for all the joints. The stiffness value converges to a 
value within a given range after a series of trials. This shows 
the efficiency of the proposed method for a real time process 
involving multiple joints.  
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Figure 5. Stiffness variation of a healthy subject 
 
